(alvita'”-:‘) How to clean a probe cover

Step 2:

Step 1:

Use an alcohol wipe
(pre-injection swabs)
or a cotton pad impregnated
with alcohol

Wipe probe cover
gently clockwise

Step 3: Step 4:

Allow the probe cover
to fully dry for at least
5 minutes before use

Wipe the top of probe
cover gently




